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Under  support  of  the  Office  of  Sea  Grant  Projects,  the  Woods  Hole  Oceano¬ 
graphic  Institution  conducts  an  educational  summer  program  in  oceanographic 
engineering.  This  program,  in  its  second  year,  encompasses  lectures  on 
oceanographic  instrumentation,  seminars  and  lunchtime  talks  on  oceanographic 
subjects.  Additionally,  student  projects  involving  field  and  laboratory 
experience  are  performed.  Four  second  year  and  two  entering  graduate  students 
from  the  WHOI/MIT  joint  program  in  ccean  engineering  registered  for  the  1971 
summer  program.  Tht  results  of  their  work  appear  as  t^o  reports  to  which  this 
foreword  is  appended.  Professor  dob e it  L,  Miller  of  the  University  of  Chicago 
supervised  and  collaborated  with  Jay  M.  Cohen,  Carl  S.  Albro,  and  James  R. 
O'Sullivan  on  a  study  of  sedimentation  in  Great  Harbor  O'fHOI  reference  72-12). 
I  supervised  and  collaborated  with  Richard  J.  Jaffee,  Peter  F.  Poranski,  and 
Paul  J.  Simonetti  in  the  construction  and  deployment  of  a  towed  geomagnetic- 
electro  ki.net  ograph  (WHOI  reference  72-13). 
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ABSTRACT 


The  construction  of  a  bottom  mounted  electromagnetic  current  meter 


which  would  measure  the  vertically- averaged  conductivity  weighted  horizon¬ 
tal  velocity  is  necessary  for  the  determination  of  the  true  horizontal 
velocity  vector  by  electromagnetic  techniques.  A  towed  surface  instrument 
which  is  the  first  prototype  for  the  bottom  mounted  instrument  was  con¬ 
structed  and  tested  during  the  course  of  the  sumner.  A  salt  bridge  used 
in  conjunction  with  a  valve  switching  arrangement  permitted  the  induced 


electromotive  force  and  the  electrode  offset  potential  to  be  easily  deter¬ 


mined.  Extensive  laboratory  tests  and  several  field  experiments  proved  the 
reliability  and  effectiveness  of  this  design.  Field  tests  included  tow¬ 
ing  the  instrument  at  the  ocean  surface  and  impiantment  of  the  instrument 


on  the  bottom  in  shallow  water. 
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INTRODUCTION 


The  Geomagnetic  Electro-Kinetograph  (GEK)  measures  the  electri c  fields 
induced  in  itself  and  in  the  sea  due  to  motion  through  the  earth's  magnetic 
field.  In  all  previous  electromagnetic  current  meters  a  serious  problem 
has  been  the  determination  of  the  offset  potential  of  the  electrodes  in 
the  sea  water.  The  effect  of  this  problem  is  to  have  limited  the  convenience 
and  accuracy  of  some  such  current  meters.  The  usefulness  of  other  electro¬ 
magnetic  current  meters,  such  as  the  free-fc.il  GEK  (Drever  and  Sanford,  1970), 

*  -k 

has  been  limited  by  the  fact  that  V  is  an  unknown,  where  V  is  the  vertically- 

averaged  conductivity  weighted  horizontal,  velocity  in  the  entire  water  column. 

_ *■ 

Since  the  free-fall  GEK  measures  V(z)-V  ,  oniy  the  relative  horizontal  ocean 

currents  as  a  function  of  depth  can  be  determined.  Thus,  there  is  a  strong 

_ * 

need  for  the  development  of  a  bottom  mounted  GEK  which  would  measure  V  . 

This  summer  a  new  type  of  towed  surface  GEK  has  been  constructed  which 
is  the  first  prototype  for  the  bottom  mounted  GEK.  The  problem  of  deter¬ 
mining  Tue  electrode  offset  potential  has  been  solved  by  a  valve  mechanism 
which  switches  the  salt  bridge  connections  to  the  electrodes. 

This  paper  is  divided  into  three  parts:  a  discussion  of  the  physical 
principles  upon  which  the  operation  of  the  instrument  is  based,  a  descrip¬ 
tion  of  the  instrument  itself,  and  an  analysis  of  the  data  obtained  from 
the  instrument  during  the  course  of  the  summer. 
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SECTION  A 

Background  of  Motional 
Electric  Field  Measurements 


I-  Basic  Physical  Principles  Which  Govern  the  Operation  of  the  Geomagnetic 
Electro  Kinetograph  (GEK) 

The  GEK  is  a  device  capable  of  continuously  providing  a  detailed 
kinematic  description  of  the  mean  and  turbulent  horizontal  motions  of  the 
sea  at  a  given  depth  or  in  profile  from  top  to  bottom.  It  accomplishes 
this  task  indirectly  by  measuring  the  electric  fields  induced  in  the  sea 
water  by  the  movements  of  this  water  through  the  geomagnetic  field.  The 
velocities  of  these  water  movements  are  rigidly  related  to  the  electric 
fields  measured  by  the  instrument  through  certain  physical  principles  which 
axe  here  presented. 

1)  ILLUSTRATION  OF  ELECTRIC  FIELDS  IN  THE  SEA  BY  MEANS  OF  SIMPLE  PHYSICAL 
REASONING 

The  induced  fields  arise  as  a  direct  consequence  of  Faraday's  Law  of 
Magnetic  Induction,  which  stated  in  words  says  that  the  EMF  induced  in  a 
circuit  moving  with  respect  to  a  magnetic  field  is  equal  to  the  negative 
time  rate  of  change  of  magnetic  flux  (<j)g)  through  the  circuit. 

In  equation  form  this  is: 

EMF  =  -d$B/dt 

Consider  a  conducting  bar  of  length  D  moving  at  a  constant  velocity  V 
with  respect  to  a  uniform  magnetic  field  B,  which  is  directed  into  the  paper 
as  shown  in  Fig.  1. 


aafci  ti*i  iSSSaiStSaf.  .-vu*.- « 
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In  a  certain  tiae  dt.  the  bar  aoves  forward  a  distance  dx.  The  magnetic 
flux  d$g  through  the  surface  area  swept  by  the  bar  during  this  tine  is 

d$g  =  3dxD 

The  tiae  rate  of  change  of  flux  and  hence  the  induced  voltage  is  equal  to 

i  EMF|  =  j-2$g/3tl  =  BC-ix/dt  =  BDV 

Lens’s  Law  demands  that  the  current  arising  froa  this  EMF  flows  froa 
right  to  left  as  indicated  in  Fig.  1  in  order  that  flux  be  decreasing  in 
the  ares  over  which  the  bar  has  passed. 

If  the  bar  were  electrically  connected  to  some  external  resistance 
which  is  stationary  with  respect  to  the  magnetic  field,  one  would  have  a 
circuit  which  is  a  first  crude  analogy  to  the  flow  of  electric  current  in 
response  to  motional  electric  fields  in  the  ocean. 

Sea  water  is  a  collection  o£  highly  ionized  salts  and  hence  an 
electrical  conductor.  If  a  horizontal  ocean  current  having  a  rectangular 
cross-section  of  width  D  were  flowing  with  a  constant  velocity  V  with  re¬ 
spect  to  the  vertical  component  of  the  earth’s  magnetic  field  F^,  it  would 
produce  effects  similar  to  those  associated  with  the  previously  mentioned 
conducting  bar.  Tnat  is,  as  it  flowed  it  would  generate  a  constant  EMF 
proportional  to  VF^D  and  the  return  circuit  would  be  closed  through  the 
rest  of  the  water  col»mm  wrich  was  nGt  in  motion  and  the  bottom  sediments. 
In  constructing  a  circuit  analogy,  the  constant  motional  EMF  and  the  mov¬ 
ing  water  section  are  replaced  by  a  battery  E  .  and  a  resistance  R,  and  the 
return  circuit  of  motionless  water  and  bottom  sj^iments  by  a  resistance  RR. 
The  complete  circuit  is  pictured  in  Fig.  2. 
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While  this  simplified  circuit  is  crude  in  its  approximation,  it  does 
serve  tc  point  up  a  few  important  aspects  which  are  of  interest  in  evalu¬ 
ating  the  results  of  any  GEK  experiments;  Consider  an  idealized  ocean 
current.  Let  its  width  be  D  and  the  depth  of  the  water  he  designated  as  h. 
Lines  of  electrical  current  density  J  for  this  idealized  stream  would  appear 
in  the  sea  roughly  as  shown  below  in  Fig.  3. 
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Figure  3.  Electrical  Current  Density  Lines  For  an  Idealized  Ocean  Current. 

Let  the  stream  extend  uniformly  to  the  bottom  and  let  th^  resistivity  of 
the  bottom  and  the  water  be  pR  and  p  respectively. 

D  W  ■ 

•» 

The  resistance  Rp  of  the  water  will  be  approximately 

Rd  =  PwD/h 

For  such  a  stream,  the  electric  current  extends  down  into  the  bottom 
to  a  distance  approximately  equal  to  D,  the  width  of  the  ocean  current  arid 
hence  Rg  the  bottom  resistance  is  approximately 

Rb  =  PBD/D  =  PB 
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of  the  fairly  large  section  of  motionless  sea  water  beneath  the  flow,  the 
simplified  circuit  of  Fig.  2  oust  thus  be  changed  to  correspond  sore  fully 
with  reality  in  the  ocean.  This  can  be  accomplished  by  replacing  the  single 
battery  E  and  resistor  FL  with  an  array  of  n  batteries  E  and  series 

B  U  Q. 

X 

resistors  connected  in  parallel  to  represent  the  values  of  induced 

X 

voltages  and  resistances  at  n  levels  in  the  ocean.  Such  a  concept  is  shown 
schematically  in  Fig.  5. 

Since  the  velocity  profile  in  the  ocean  varies  continuously  with  depth* 


m. 

l 


n  should  approach  infinity.  The  strength  of  the  individual  batteries  £ 

th 

will  now  be  V.F_D  where  Vt  is  the  flow  velocity  at  the  i*"  level.  Assuming 
that  the  sea  water  conductivity  is  constant  with  depth,  each  resistor  Rg 

x 

will  have  a  resistance  of  p^D/as  as  n  approaches  infinity.  In  this  notation 
da  is  the  differential  element  of  depth.  Since  -  $g  is  the  potential 
difference  between  points  A  and  B,  the  current  flowing  in  each  level  dli 
will  be  given  by 

dl.  =  —4  ($.  -  -  V.F  D) 

3  Pi)  A  B  1  i 
w 


total  current  I  in  the  n  levels  is  given  by 


1  -  rs  -  w>d* 

w  -h 


**•  =  pwD 


-  VFaD) 


where  V  is  the  vertically  averaged  velocity 


V  =  £  /  V.da 
h  -h  1 


It  is  thus  seen  that  the  n  levels  of  batteries  and  resistors  is  equivalent 
to  a  single  battery  of  voltage  VFgD  in  series  with  a  resistor  =  PwD/h. 

For  ocean  currents  where  flow  is  confined  to  the  near  surface  waters, 
the  batteries  near  the  bottom  (E  where  i  is  large)  are  of  zero  value. 

l 


Figure  5.  Circuit  Analogy  For  a  Stratified  Ocean  Moving  in  a  Magnetic 
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In  trying  to  measure  any  £  by  means  of  a  GEK,  it  would  be  desirable  to 

i 


minimize  the  voltage  developed  in  the  return  circuit  through  the  levels  of 


motionless  water  and  the  bottom.  This  is  accomplished  if  the  return  shunt 


resistance  R_  of  these  areas  is  small  where 


!/Rr  =  a/pwD  +  1/R, 


and  2  is  the  thickness  of  motionless  water. 


It  is  thus  seen  that  R_  will  be  least  for  largest  ».  The  condition 


of  large  2  is  most  often  found  in  open  ocean  currents  where  th&>?fw  is 


largely  confined  to  the  top  levels  near  the  surface,  ap4*it  is  here  that  the 


GEK  technique  finds  its  best  use. 

One  might  very  well  ask  why  the  var^Atf'p  aral  le  1  branches  of  the*  circuit 
are  not  connected  by  some  resistances m  the  vertical  direction  instead  of  with 
short  circuits  as  pictured  in. f l^schematic  of  Fig.  5.  Let  such  a  resistance 


short  circuits  as  pictured  in ,ffce  schematic  of  Fig.  5.  Let  such  a  resistance 

be  denoted  as  R  where.vV*  =  P  us/D.  Then  the  total  vertical  resistance  R 
v-  y.'V-  w  v 


1  1 


_  _  2  ° 
is  given  by  R(  =  y  p  da/D  =  p,n/D  ,  so  that  R  /R  =  h  /D" 

/  '  L  ”  V  U 

^  «  -n 


For  a  current  like  the  Gulf  Stream  with  an  approximate  width  of  50  km. 


_  _  2  2 

and  in  a  depth  of  5  km.  of  water,  the  ratio  is  P^/R^  =  5”/50  =  1/100. 


Hence  R  can  be  neglected  for  most  work  in  large  scale  ocean  currents. « 


2)  ACTUAL  ELECTRIC  FIELDS  NEASURED  DY  THE  GEK 


Returning  again  to  the  simple  circuit  of  Fig.  2,  Kirchoff's  Law  around  it 


yields  E  -IR  =  0  where  R  =  Rn+Rn. 
4  m  DR 


For  a  sea  water  segment,  this  statement  of  Ohm’s  Law  is  more  conveniently 


written  in  terms  of  the  gradient  of  the  electrostatic  potential  in  the  sea  V<*>, 
the  induced  electric  field  vector  and  the  current  density  J  as 


E-J/o  =  V6 


where  a  is  the  conductivity  of  the  water  segment. 


'■'Uft — ■ j *se-  '-'t 
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For  the  sea  water  segaent  as  with  the  moving  conductiRjj^bar  of  Fig.  I, 

the  induced  electric  field  is  equal  to  £  =  VxF  where  V  is  the  vecfTSi^velocity 

of  the  w^er  segment  relative  to  ?,  the  earth's  magnetic  field  vector. 

Since  the  GEK  pertinent  to  this  report  is  usually  towed,  a  few  words 

about  what  quantities  are  actually  measured  during  such  a  procedure  are  in 

order.  (The  following  also  applies  to  the  vertical  free-fall  GEK  which  is 

in  a  sense  "towed"  in> reverse  by  being  advected  by  the  horizontal  velocity 

of  the  current  it  is  falling  through.  The  operation  of  this  instrument 

\ 

will  be  described  later  in  another  section.}* 

3)  ANALYTIC  RELATIONS  FOR  GEK  MEASUREMENTS 

Fig.  6  shows  a  ship  moving  with  velocity  Vs  with  respect  to  the  water 
and  the  tcs»ed  GEK  screaming  behind.  V  is  the  velocity  of  the  water  with  re¬ 
spect  to  the  earth  at  the  ievel  of  the  instrument. 


O 


Fiqure  6.  Towed  G£K 

^  Tne  distance  OR  can  either  be  an  interelectrode  distance  as  in  earlier 
GEK's  or  it  can  be  the  length  of  salt  bridge  which  is  attached  to  the  instru¬ 
ment  in  the  present  study. 

Xn  the  absence  of  sideways  disturbances,  the  absolute  velocity  of  the 
segment  (5r  equals  the  absolute  velocity  of  the  ship  which  is 

*  —v  -v 

%  =  vv 

The  voltage  measured  in  W  will  consist  of  two  terms:  the  voltage  in  the  sea 
between  points  0  and  R,  minus  the  voltage  induced  in  OR  by  virtue  of  its  motion 
through  the  magnetic  field  of  the  earth. 


Thus, 


CVoltage)neasured  =  [Vi-(Vs,V)xF).OR, 


However,  VsxF  is  perpendicular  to  £)£  and  hence 

(VgxF) -OR  =  0. 

Therefore,  the  voltage  measured  by  a  towed  GEK  will  be 

(V0ltage)Be3suied  =  m-Uh  OR. 

This  says  that  the  measured  volt3ge  is  independent  of  the  towing 
velocity  of  the  ship  once  a  state  has  been  reached  in  which  there  ai?  no 
sideways  or  up  and  down  disturbances  acting  on  the  line  containing  ?5r. 

Since  =  ^xF-J/o ,  the  measured  voltage  may  be  written  as 

■-V  —  —  „ 

(Voltage)  measured  =  (-J/c)-OR 

and  hence  the  towed  GEK  measures  the  component  of  electric  current  density 

-J/o  in  the  direction  of  the  towed  line  OR. 

This  is  an  important  result  for  it  now  tells  the  GEK  ;j.*er  exactly  what 

he  is  measuring,  which  in  terms  of  the  measured  electric  field  is, 

E  ,  =  -J/o  =  (V$-VxF)  =  -(VxF-V$). 

measurea  v  v  v  ^ 

In  the  above  relation,  the  item  of  oceanographic  interest  is  of  course  V, 
the  current  velocity.  Values  of  F  are  readily  available  from  tables  and  if 
the  components  of  V$  were  known,  V  could  be  found  by  measuring  the  voltage 
(-J/a)-0R  on  two  courses  at  an  angle  to  each  other  and  transforming  these 
vectors  to  determine  V,  the  horizontal  current  velocity  vector.  However  V<f>, 
the  gradient  of  electrostatic  potential  in  the  sea,  is  not  initially  known 
ar.d  so  the  measured  voltage,  and  hence  the  calculated  current  is  deficient 
by  a  factor. 

From  the  earliest  GEK  operations,  it  became  necessary  to  cope  with  the 
lack  of  knowledge  about  the  value  of  potential  gradient  (V<|>)  in  the  sea,  in 
order  to  calculate  current  velocities  from  GEK  measurements.  Thus  it  became 


&  '■ZJ& 


expedient  to  define  a  "X"  factor  which  is  equal  to 


r  .  IVxFj  . 

I  (VxFj-?$! 

Thus  the  K  factor  is  simply  the  ratio  of  the  desired  or  expected  signal 

“V1  -V 

(VxF),  from  which  the  current  velocity  V  may  be  directly  calculated,  to 
the  actual  signal  received  which  contains  the  troublesome  quantity  7$ 
about  which  nothing  could  be  said.  The  K  factor  in  effect  is  proportional 
to  the  strength  of  the  potential  gradient  in  the  sea  7$.  As  was  previously 
seen  in  the  rough  physical  arguements  pertaining  to  the  sea  water-bottom 
equivalent  circuit  of  Fig.  4,  V6  roughly  depends  on  the  ratio  of  the  sea 
water  to  bottom  resistivities,  the  width  of  the  current  and  the  depth  of 
the  water.  The  K  factor  for  a  particular  area  of  the  sea  was  either 
estimated  from  a  knowledge  of  these  factors  in  the  locale  or  calculated 
from  the  ratio  of  water  speeds  observed  by  non-electroraagnetic  and  magnetic 
devices.  The  average  open  sea  value  of  K  was  placed  at  1.04  whereas  on  the 
continental  shelf  it  averages  less  than  2.0  and  in  shoal  water  may -orange 
from  1.5  to  15.0.  Once  a  K  factor  had  been  decided  upon  for  a  particular 
set  of  data,  the  signal  received  [-(VxF-7(}>) *0R]  and  the  calculated  velocity 
was  then  scaled  up  by  a  factor  of  K  to  give  its  "true"  value.  Even  though 
results  of  such  calculations  were  an  important  breakthrough  for  electro¬ 
magnetic  method,  the  continued  use  of  such  a  quantity  was  to  perpetuate  one 
of  those  nasty,  empirical  factors,  lacking  both  aesthetic  and  scientific 
elegance.  Moreover,  it  served  to  point  out  a  fundamental  lack  of  knowledge 
about  an  important  quantity  in  the  sea,  namely  7$,  the  gradient  of  electro¬ 
static  potential  existing  there. 

Recently,  Sanford  [1971]  has  analytically  solved  for  the  quasi-static 
electric  field  in  the  sea  for  an  idealized  model  of  the  ocean  and  earth. 

His  analysis  shows  that  in  an  ocean  current  which  is  broad  compared  with 
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the  ocean's  depth,  the  potential  gradient  is  independent  of  depth  and  a 
function  of  V^,,  the  vertically-averaged  horizontal  velocity  in  the  entire 
water  column.  The  horizontal  components  of  the  potential  gradient  in  the 
sea  are  given  by 


3$  _ 


=  F  V 
z  y 


3<J»  =  -F  V 

■r  z  x 

y 


where 


i  ® 

v  =  DTi?sr  _rD  V2 


and 


D  =  water  depth 

%  -  V0) 

a  *  ratio  of  the  conductance  of  bottom  sediments  to 

that  of  the  ocean. 

With  this  in  mind  a  new  expression  for  the  actual  electric  field 
measured  by  the  GEK  technique  may  now  be  put  forth.  Recalling  that 

^measured  “  J/°  * 

where 
and 

the  components  of  £  ,  are 

r  measured 


V  =  (vx,vy,o) 

F  =  (0,Fy,Fz), 


E  ,  =  -F  (V  -V  ) 

measured  x  zv  y  yJ 

E  =  F  (V  -V*) 

measured  y  z  x  x 

These  expressions  say  that  if  the  x  and  y  components  of  the  measured 

electric  field  are  found,  the  horizontal  components  of  the  absolute  water 

velocity  (V  ',V  )  at  any  given  level,  can  be  calculated  if  V  and  V  ,  the 
x  y  x  y 

conductivity  weighted,  vertically  averaged  components  of  horizontal  velocity, 
are  known.  One  might  think  that  this  leaves  the  GEK  user  in  no  better  position 
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than  before  since  V  and  V  ,  like  the  potential  gradient  ?*,  are  initially 
x  y 

*  _* 

unknown.  However,  unlike  the  potential  gradient,  Vx  and  Vy  may  be  readily 
Treasured. 

Consider  a  GEK  device  mounted  on  the  bottom  of  the  sea  where  both 

V  =  0 
x 

V  =  0  - 

y 

Thus  the  components  of  electric  field  measured  by  such  ar  instrument  would  be 

_ * 

F  -  f  V 

measured  x  z  y 


E  =  F  V 

measured  y  z  x  ' 


_ * 


and  so  V  and  V  are  easily  determined  in  terms  of  the  measured  electric 
x  y 

field.  If  now  a  towed  GEK  were  concurrently  deployed  over  the  same  site, 
the  components  of  horizontal  velocity  could  then  be  calculated  since  V 

it 

and  V  would  be  known.  Therefore  the  motivation  for  a  bottom  mounted  GEK 

y 

design  is  very  acute  as  it  would  allow  current  velocities  tc  be  calculated 
in  a  way  consistent  with  theoretical  analysis  and  would  further  free  the 
electromagnetic  method  from  the  empiricism  which  necessarily  marked  its 
early  development. 

4)  REMARKS  ON  GEK  USE  IN  AREAS  OF  SUBSTANTIAL  VERTICAL  MOTION  SUCH  AS 
TIDAL  CURRENTS  THROUGH  NARROW  STRAITS 
AH  aspects  of  the  previous  analysis  have  assumed  that  the  vertical 
component  of  current  velocity  Vz  has  been  small  enough  to  be  neglected. 
This  is  very  well  justified  for  the  open  sea  which  is  much  wider  than  its 
depth  but  in  narrow,  violently  flowing  passages  over  an  irregular  bottom, 
substantial  short-term  vertical  motions  often  occur.  This  may  lead  to  an 
erroneous  value  for  the  horizontal  velocity  vector  in  the  following  way. 
Taking  into  account  the  vertical  component  of  velocity  V  ,  a  GEK  device 
would  see  the  following  components  of  electric  field. 


w  V  < 


Thus  the  x  component  of  electric  field  has  a  term  F  Vj,  due  to  the  vertical 
component  of  current  velocity  which  could  be  significant  in  certain  shoal 
areas.  Also  the  value  of  the  potential  in  the  water  in  such  an  area  is  not 
clear  and  hence  the  physics  oust  again  be  looked  at  for  a  true  attempt  at 
a  realistic  neasureoent. 

II.  Previous  Efforts  ar.d  Devices  Employed  to  Measure  Flows  in  the  Sea 

Using  the  Electromagnetic  Method 

In  order  to  better  appreciate  the  workings  of  the  particular  instru¬ 
ment  which  is.  the  subject  of  this  report,  it  seems  wise  to  review  the  ef¬ 
forts  of  others  who  have  suceeded  in  the  use  of  this  method  of  measurement. 
A  brief  historical  outline  will  first  be  presented  in  order  to  both  show 
a  progression  in  the  ways  people  have  measured  induced  electric  fields  in 
the  past,  and  to  illuminate  some  of  the  major  problems  encountered  in  pre¬ 
vious  devices.  Following  this,  two  recent  GEK  instruments  will  be  ex¬ 
amined  in  some  detail  in  order  to  better  pave  the  way  for  a  comparison 
with  the  present  instrument  as  a  working  piece  of  hardware. 

1)  BRIEF  HISTORICAL  OUTLINE 

Michael  Faraday,  who  discovered  the  laws  of  electromagnetic  induction, 
was  the  first  to  predict  the  presence  of  induced  electric  fields  in  sea 
water.  Not  having  been  hamstrung  by  the  rigid  thinking  resulting  from 
years  of  formal  education,  this  great  geometrical  thinker  could  easily 
picture  a  moving  segment  of  sea  water  cutting  the  lines  of  force  of  the 
earth's  magnetic  field  as  easily  as  he  saw  a  wire  loop  cutting  those  of 
a  bar  magnet  (itself  quite  a  feat).  However,  when  Faraday  set  out  to 
measure  the  induced  fields  across  the  Thames  River,  he  discovered  one  of 
the  single  most  important  effects  in  the  operation  of  any  type  of  GEK 
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aevice;  one  which  oust  be  suppressed  if  the  technique  is  to  yield  meaning¬ 
ful  results  at  all.  He  found  that  when  he  placed  copper  electrodes  op¬ 
posite  each  other  across  the  river*  there  developed  at  each  electrode  an 
offset  or  bias  potential  by  virtue  of  the  fact  that  the  copper  electrode 
and  the  river  water  formed  a  metal-electrolyte  junction.  If  the  copper 
electrodes  were  of  identical  physical  properties  and  the  two  sections  of 
water  they  were  immersed  in  were  the  same  in  every  conceivable  way,  then 
the  two  offset  potentials  would  be  equal  and  opposite  and  buck  each  other 
out.  However,  such  conditions  are  unlikely  at  any  time  and  iienet-  the 
induced  potentials  which  Faraday  sought  to  measure  were  obscured  by  the 
offset  which  was  much  larger  than  the  expected  signal.  The  suppression 
of  electrode  bias  cannot  be  ignored  and  will  be  encountered  again  in 
la^er  section  when  investigating  recent  GEK  instruments  as  well  as  the 
present  instrument,  under  study. 

After  Faraday’s  effort,  electromagnetic  effects  in  the  sea  were  ob¬ 
served  on  long  lengths  of  broken  telegraph  cable  after  the  middle  of  the 
19th  century.  Serious  scientific  investigation  began  in  1918  when  Young, 
Gerrard  and  Javons  (1920)  measured  voltages  induced  by  tidal  motions  in 
Dartmouth  Harbor  by  means  of  moored  and  drifting  electrodes. 

In  more  recent  times  further  measurements  using  submarine  cables 
have  been  done  by  Stommel  (1954)  and  Runcorn  (1964).  However,  in  rela¬ 
tion  to  the  present  inst cument  under  study,  it  is  well  to  look  at  two 
recent  GF.K  devices  so  as  to  see  common  problems  inherent  in  all  such  de¬ 
vices  and  different  methods  of  operation  and  measurement. 

2)  TWO  RECENT  GEK  DEVICES 

A.)  The  Towed  Electrodes  of  von  Arx  (1950) 

This  device  v;as  the  first  of  the  GEK  devices  and  consisted  of 
two  towed  electrodes  situated  a  few  tens  of  meters  apart  on  a  two  conductor 
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cable  and  a  potentiometer  attached  to  a  strip  chart  recorder  to  register 
the  measured  signal  on  board  the  towing  ship.  Since  the  voltage  measured 
along  the  electrode  line  is  proportional  to  the  component  of  the  current 
velocity  perpendicular  to  this  line,  two  measurements  at  right  angles  to 
each  other  will  determine  two  orthogonal  velocity  components  from  which 
their  vector  sum,  the  surface  current  vector,  may  be  composed.  The  geo¬ 
graphical  direction  of  the  currents  can  of  course  be  determined  by  noting 
the  headings  on  the  ship’s  compass  for  each  component  measurement.  Cur¬ 
rents  calculated  from  data  gathered  by  this  instrument  were  obtained  us¬ 
ing  the  K  factor  previously  mentioned.  Each  electrode  was  housed  in  a 
strong  formica  cylinder  (fitted  with  rounded  end  caps)  through  which  the 
two  conductor  cable  was  passed  and  to  which  it  was  clamped.  The  electrode 
was  housed  inside  the  formica  tube  in  a  chamber  filled  with  tightly  packed 
glass  wool.  Electrical  contact  was  made  with  the  sea  through  holes  drilled 
in  the  formica  case  which  allowed  water  to  enter  the  chamber  and  contact 
the  electrodes. 


Tests  have  found  that  silver-silver  chloride  electrodes  are  the  type 
best  suited  for  use  in  a  GEK  instrument.  However  even  the  most  careful 
construction  and  attempts  at  matching  cannot  produce  an  electrode  pair  of 
identical  properties.  Furthermore,  values  of  salinity,  pressure,  tempera¬ 
ture,  aeration,  and  other  factors,  and  the  time  rates  of  change  of  these 
quantities  are  in  general  not  the  same  at  the  two  sites  of  the  physically 
separated  electrodes.  All  of  these  fac.'trs  all  contribute  tc  mean  that 
at  each  electrode,  bias  or  offset  potentials  (and  time  drifts  in  these 
potentials)  of  the  same  type  which  hampered  Faraday  in  his  measurements 
on  the  Thames  River,  will  appear.  The  towed  electrode  GEK  of  von  Arx 
deals  with  this  problem  in  the  following  ways. 
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Vron  the  foregoing  discussion  it  is  obvious  that  the  voltage  measured 
by  the  potentieseter  cn  deck  will  consist-  of  two  parts:  the  difference 
between  the  offset  potentials  of  the  tvo  electrodes  and  the  nsoticnaily 
induced  voltage,  the  desired  signal. 

Thus. 

measure  a  '  i  V  induced 

where  Ej  and  ^2  sre  ^he  total  offset  potentials  developed  at  electrodes 
1  and  2  respectively*.  Since  the  offset  difference  cannot  be  eliminated, 
it  would  be  helpful  to  at  least  be  able  to  measure  its  value  and  subtract 
it  out  of  the  measured  potential  to  yield  the  desired  induced  voltage. 

One  way  to  accomplish  this  is  by  naans  of  a'. towing  course  for  a  SEK 
ESasureaent  like  the  one  indicated  in  Fig.  7. 


£« 
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Figure  7.  Typical  Ln\.rs%fio  Eliminate  Offset  Potential. 
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Once  the  unit  had  been  d>>p }•:;?< ,•> A'id  streaming  properly,  a  90°  turn  would 

* 

be  made  at  a  point  such  &-<•  A.  Ifa'*  A  to  B  the  deck  recorder  would  measure 


a  voltage  of 


■  *•  w.  e 


{  '■ d  AB  *  ~  "1'  induced  AB 

f  4«<?  _ 

At  point  B,  at'  180°  turn  •«*  i'-p  disianoc  BC  is  made.  The  voltage 


measured  from  C  to  D  is 


*  ‘ 

it .  _ _  fg  .fc  }+E. 

r measured  CD  '  2  1  1 


induced  CD 


If  the  distance  BC  is  small,  the  ocean  current  normal  to  AB  can  be  expected 
to  be  for  all  intents  equal  in  magnitude  and  direction  to  that  noi'mal  to  CD, 
Therefore,  the  electric  fields  induced  in  the  sea  by  these  velocities  will 


be  equal  in  magnitude  and  direction  (parallel  to  both.  AB  and  CD)  in 
both  of  these  segments.  '  However,  in  CD  the  positions  of  the  two  elec¬ 
trodes  relative  to  these  fields  is  1SQ°  opposite  to  their  position  in 
AB.  ’Therefore,  the  induced  voltage  measured  by*che  electrode  pair  along 
*3T  will  be  equal  in  magnitude  but  opposite  in  sense  to  that  along  CD. 
Thus, 


and 


p  _ -  _f  _ 

'induced  AB  induced  CD 

^measured  CD  ~  ^E2‘El'~Einduced  AB 


Combining  the  total  measured  voltages  along  each  leg  and  solving  for  the 
offset  difference, 

r  j£  _ 

,c  c  i  "measured  AB+  measured  CD 
(e2-ei)  - - r - 

This  point  may  be  identified  on  the  recording  of  the  data  and  the  measured 
potential  with  respect  to  this  value  is  ^n(juc..j»  the  desired  quantity. 
Einduc°d  may  be  meaSured  this  way  along  the  segment  PF  [assuming  the  offset 
CE2~Ei)  remains  constant  during  that  time)  until  point  E  is  reached  and  the 
offset  difference  is  determined  again  and  so  on  at  given  intervals.  Another 
advantage  of  such  a  tow  mg  course  is  that  it  allows  the  current  vector  to 
be  periodically  determined  since  orthogonal  values  of  the  induced  voltage 
(and  hence  orthogonal  components  of  current  velocity)  are  obtained  whenever 
a  $0°  turn  is  executed. 

However,  frequent  course  changes  can  be  troublesome  and  serve  to  delay 
the  ship.  If  considerations  of  this  nature  are  important ,  another  method 
of  dealing  with  the  offset  potentials  can  be  used.  If  the  electrodes  are 
switched  in  position  180°  to  the  induced  electric  field  as  before  without 
changing  the  course  of  the  ship,  the  offset  difference  (E^E^)  can  deter¬ 
mined  in  the  same  way  as  the  previous  scheme  but  without  ship  delay.  A  plan 
as  pictured  in  Fig.  8  is  used. 
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Figure  8.  Electrode  Reversing  Scheme. 


Measurements  are  taken  in  position  A  for  a  time  and  then  the  wire  attached 
to  the  farthest  electrode  astern  is  hauled  ir«  while  the  GEK  cable  is  held 
stationary.  When  the  two  electrodes  are  approximately  the  same  distance 
astern,  the  wire  line  is  held  stationary  and  the  GEK  cable  is  paid  out  till 
the  electrode  positions  have  reversed  end  for  end  as  seen  in  Position  B  of 
Fig.  8.  Thus  the  offset  may  be  determined  in  the  same  way  as  the  previous 
towing  plan  while  here  the  ship  remains  undeflected  from  its  course.  How¬ 
ever,  since  orthogonal  components  of  velocity  cannot  be  computed  without 
a  90°  coarse  change,  the  current  velocity  vector  cannot  be  determined  with 
such  a  scheme.  A  compromise  is  to  physically  reverse  the  electrodes  along 
a  zig-zag  course  over  which  velocity  components  can  be  found. 

The  first  GEK  device  proved  a  success  for  the  electromagnetic  method 
and  also  served  to  show  where  areas  for  concentration  were  for  future  such 
devices.  First,  to  avoid  the  effect  on  the  offset  potential  of  variations 
in  temperature,  salinity,  airation,  etc.,  at  each  electrode  site,  it  seemed 
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desirable  to  place  the  electrodes  closer  together  and  yet  keep  the  in¬ 
duced  voltage  (which  is  proportional  to  interelecirode  distance),  high. 

Second,  it  would  have  been  well  if  the  offset  potentials  could  bs 
measured  by  future  GOK's  in  some  Banner  intrinsic  to  the  device  rather 
than  by  external  means  such  as  physical  electrode  reversal  or  course 
changes.  Third,  while  the  towed  electrodes  measure  the  horizontal  velocity 
at  a  given  level  near  the  surface,  an  electromagnetic  device  to  Eeasure 
horizontal  velocity  in  profile  frcu  top  tc  bottom  was  also  to  be  sought 
after.  A  more  recent  instrument  which  helps  to  answer  some  of  these  chal¬ 
lenges  will  next  he  described. 

B.)  The  Free-Fall  GEK  (Drever  and  Sanford,  1970) 

The  free-fall  GEK  copes  with  the  serious  matter  of  the  electrode 
offset  potentials  in  an  ingenious  way  while  providing  a  vertical  profile 
of  the  shear  in  horizontal  velocity  in  the  deep  sea  in  a  rapid  time.  The 
instrument,  shown  below,  is  allowed  to  fall  freely  (1.25  m/sec)  and  the 
four  constant -pitch  fins  cause  the  instrument  to  rotate  at  approximately 


0.15  Hz  as  it  falls.  (See  Figure  9) 


* 

L 

i 


figure  9.  Free-Fall  GEK. 
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Inside  two  opposing  fins  is  a  salt  bridge  in  which  two  electrodes 
are  mounted  as  displayed  in  Figure  10. 
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Finite  ;0.  Free-Fall  GEK  Electrodes. 

The  porous  plugs  prevent  air  and  dirt  from  entering  the  sea  water  in  the 
arms  of  the  salt  bridge  while  providing  a  good  electrical  connection  with 
the  sea. 

Again,  as  with  the  towed  GEK,  this  device  measures  an  apparent  electric 

field  ?  ,  equal  to 
m 

Em  =  -  (VxF)+V<J 

Nowt  however,  the  vertical  fail  speed  of  the  .instrument  is  significant, 

and  must  be  considered.  Thus  the  components  of  the  measured  electric  field  are 

£  =  -[F  (V  ) -F  V,] 

mx  t  y  y  y  z 

E  =  F  (V  -V*) 
m  z  x  x 

y 

In  these  equations  it  is  assumed  that  the  speed  of  vertical  ocern  currents 
is  insignificant  compared  with  the  vertical  fall  speed  of  the  \nstrument . 
However,  since  the  salt  bridge  arms  are  spinning,  they  will  at  an  arbitrary 
instant  of  time  be  aligned  with  the  components  of  the  induced  field  as  such. 
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figure  il.  Salt  Bridge  Rotation, 

wh„„  time  t  =  0  when  L  points  North,  and  L  is  the  length  of  the  salt 
bridge.  Therefore,  the  measured  induced  voltage  will  he  tine  varying: 


,  TtzifM  _v  1-F  V  IL  sin  wt 

^'measured  *  V  V  ^ 


+F  (V  -V  )L  cos  Wt 
Z  X  x 


w  =  angular  frequency  =  2, (.15)  rad/sec. 


the  terra  involving  F.V,  is  of  no  interest  since  *,.  the  vertical  speed  of 
the  instrument ,  is  in-  and  can  he  cancelled  out  of  the  measurement  by  a 
suitable  technique.  The  signal  may  then  he  written  as 

("'“’measured  -  -»JV¥*>  Si" 

where  S  is  the  direction  of  V„  with  respect  to  North.  Again,  the  signal 
received  only  enables  the  absolute  horizontal  velocity  V„  to  he  deterrarn., 
with  respect  to  the  quantity  V*  which  must  he  found  by  another  means  suth 

as  a  bottom  mounted  GfcK  instrument. 

Only  the  alternating  voltage  is  amplified  and  telemetered  to  the  support 
'vessel  (here  by  acoustic  means)  so  the  signal  consists  only  of  the  measured 

induced  voltage  while  the  large,  undesirable  potentials  due  to  e.ectvole 

,  j;  ■fferences  at  individual  electrodes  is 

bias  and  temperature  and  salmit, 

ignored. 
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1}  OPERATIOS 

The  unique  design  aspect  of  the  surface  GEK  described  in  this  paper 
is  a  valve  switching  arrangement  which  permits  easy  and  efficient  deter¬ 
mination  of  the  electrode  offset  potential.  The  two  electrodes  are  noun ted 
only  three  inches  apart  in  a  aanifold  inside  the  instrument.  A  solenoid 
operated  valve  which  is  normally  closed  separates  the  electrodes.  A 
second  solenoid  operated  valve  which  is  normally  open  permits  a  sea  water 
path  between  one  of  the  electrodes  and  the  sea  near  the  case  of  the  instru¬ 
ment  .  Figure  12  shows  a  schematic  diagram  of  the  surface  GEK  in  normal 
operation.  When  the  solenoids  are  both  turned  on,  the  valves  connect  the 
electrodes  with  a  seawater  short  circuit  and  thus  the  electrode  offset 
potential  appears  between  them.  This  offset  potential  can  then  be  sub¬ 
tracted  from  the  signal  obtained  in  normal  operation  to  realize  the  true 
signal. 
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A  schematic  block  diagram  of  how  the  surface  GEK  works  is  shown  in 
Figure  15.  It  is  seen  that  surface  support  is  essential  to  the  operation 
of  the  instrument .  External  power  is  needed  to  operate  the  solenoids  and 


X 


the  electronics,  while  the  analog  electrode  and  pressure  output  signals 
must  be  recorded  at  the  surface.  For  the  proposed  bottom  GEK,  these  func¬ 
tions  would  have  to  be  performed  internally  within  the  instrument. 

2)  FABRICATION 

At  the  commencement  of  the  project  the  design  of  the  surface  GEK  had 
been  completed  by  Dr.  Wiiiiams.  In  addition  the  electrode  manifold  had 
been  constructed  with  the  solenoids,  valves,  and  tubing  emplaced.  The  final 
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block  diagram-towed  surface  gek 


igure  13.  Block  Diagram  - 


Figure  14.  Summer  Project  Schedule. 


Table  1.  Budget  -  Sumner  Project. 


Ship-time  (ASTERIAS)  three  1/2  days  0  $53/1/2  day  =  159.00 


Batteries  75.00 
Vertical  Stand  40.00 
Electronic  Components  12.00 
Wire,  Cable,  Rope  30.00 
Final  Assembly  30.00 
Miscellaneous  25.00 


$  371*00 
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assembly  of  the  surface  GEK  which  inciuded  construction  of  the  electronics 
and  integration  of  all  connectors,  fasteners,  and  miscellaneous  parts  took 
approximately  4  weeks.  Laboratory  and  field  testing  of  the  instrument  each 
took  approximately  4  weeks  as  well,  but  each  phase  overlapped  the  previous 
phase.  Figure  14  shows  the  schedule  that  was  followed  during  the  course  of 
--1 —  The  project  budget  for  the  simmer  is  shown  in  Table  1. 

The  instalment  is  approximately'^feet  long  and  weights  32  pounds  in 
air.  It  is  shown  with  and  without  its  polyvinyl  chloride  (PVC)  housing  in 
Figures  15  and  16.  In  operation,  the  electrode  section  is  oil  filled  and 
pressure  compensated  while  the  electronics  section  is  air  filjed  and  pres- 
sure  protected.  The  pressure  sensor,  located  in  the^e.le'ct roni cs  section, 
monitors  the  oil  pressure  of  the  pressure  compensated  electrode  section. 

3)  ELECTRODES 

Figure  17  shows  a  picture  of  one  of  the  silver-silver  chloride 
electrodes  before  it  was  put  into  the  electrode  nrani-fold, .  -In*the  electrode 
manifold  the  electrodes  are  placed  close  to  each  other  to  minimire  the 
temperature  and  salinity  differences  between  them.  A  one  degree  centigrade 
temperature  difference  between  the  two  electrodes  causes  art  offset  voltage 
of  about  350  microvolts  between  the  electrodes.  A  salinity  difference  of 
one  part  per  thousand  in  the  water  near  each  electrode  causes  a  voltage 
difference  of  about  500  microvolts,  (Drever  and  Sanford,  1970).  Thus, 
keeping  the  electrodes  in  close  proximity,  immersed  in  approximately  the 
same  water,  reduces  the  offset  potential  between  them.  Although  the 


electrodes  are  close  to  each  other,  they  measure  the  potential  between  the 
ends  of  a  salt  bridge.  The  salt  bridge  consists  of  sea  water  filled  tubes 
extending  from  each  electrode.  One  conductive  path  extends  from  inside 
the  GEK  out  to  the  end  of  a’ sea  water  filled  Tygon  tube,  tens  of  meters 
away,  while  the  other  extends  just  cut  to  the  end  of  the  instrument.  The 
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salt  bridge  has  low  icpedar.ce  through  the  sea  water  path  along  its 
length  and  very  high  impedance  across  the  Tygo:i  walls  of  the  tube.  Thus, 
as  long  as  the  impedance '  of  the  measuring  circuit  remains  high,  there  is 
little  voltage  drop  along  the  tube.  These  are  no  large  thermal  enf's  in 
the  salt  bridge  as  there  can  be  with  the  electrodes  and  the  concentration 
esaf's  are  less  serious  in  the  salt  bridge  also.  Thus,  the  electrodes  can 
be  placed  close  together  inside  the  housing  of  the  GEK  yet  measure  the 
potential  in  the  water  between  widely  separated  points. 

Figures  IS  and  19  show  the  solenoids  in  the  normal  and  energized 
positions  (Point  3).  The  valve  between  the  electrodes  is  encased  in  metal 
(Point  A)  and  cannot  be  seen,  but  it  is  closed  in  the  normal  position. 

The  two  solenoids  are  electrically  connected  in  parallel,  so  that  when  one 
valve  is  open  the  other  is  closed  and  vice  versa.  The  two  pictures  show- 
how  the  solenoids  pinch  off  greased  1/4- inch  surgical  rubber  t  Jbin^^f^sevsr 
the  sea  water  connection  between  the  chambers  in  the  manifold 
4)  ELECTRONICS 

Figure  20  shows  the  electronics  section  o£^ne  instrument.  This 
section  contains  the  pressure  sensor,  the ''amplifier  circuit,  and  a  battery 
pack  to  power  the  first  stage  of  the  amplifier  circuit. 

Kith  an  ocean  current  of  2  knots  (approximately  100  cm/sec)  and  a  salt 
bridge  length  of  20  meters,  a  typical  'Signal  between  the  electrodes  would 

9 

be  1  millivolt.  The  offset  potential  bgtween  the  electrodes  in  the  same 
sea  water  can  sometimes  be  erpecte,-"  to  be  as  great  as  1  millivolt  as  well. 

m 

Therefore,  maximum  signals  at, certain  times  car.  be  expected  to  reach  2  mi lli- 

0 

4 

volts.  To  maximise  the  signal  sent  up  the  cable  yet  avoid  saturating  the 

* 

amplifiers  at  +10  volts,  a  voltage  gain  of  5000  is  used  in  the  amplifier 
.of  the  GEK. 
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is  used  in  the  first  stage.  It  has  an  extreme ly  low  temperature  drift, 

O.l  Bicrovolts/°C,  and  a  very  large  input  iEpedance,  10  ehas.  This  high 
input  iapedance  prevents  loading  of  the  electrode.  The  second  stage  uses 
a  model  153J  operational  amplifier  as  a  differential  input  amplifier.  The 
operation  of  the  amplifier  circuit  in  the  normal  and  switched  modes  is 
shown  in  Appendix  1.  The  three  capacitors  in  the  circuit  control  the 
frequency  response  of  the  amplifier.  The  capacitor  values  are  chosen  such 
that  the  high  frequency  roll  off  is  12  db/octave  with  the  6  db  down  point 
being  at  3  Hz. 

The  connections  between  the  electronics  and  the  electrode  section  of 
the  instrument  are  shown  in  Figure  22.  The  solenoids  are  connected  in  parallel 
at  a  pair  of  Mecca  connectors  (Point  A).  The  electrode  circuit  is  completed 
through  an  Electro-Oceanic  connector  which  has  coaxial  beryllium  copper  con¬ 
tacts  (Point  B).  This  connector  is  used  because  of  its  small  thermally 

•  „ 

generated  offset  voltage. 

5)  PRESSURE  SENSOR 

A  bourdon  tube  pressure  sensor  with  potentiometer  readout  is  used  in 
the  instrument  to  monitor  the  depth  of  the  housing.  The  inside  of  the 
bourdon  tube  is  exposed  to  the  oil  pressure  in  the  electrode  section. 

Since  sea  water  is  not  permitted  to  come  in  contact  with  the-soienoids  or 
solder  connections,  the  entire  electrode  section  (except  for  the  electrode 
chamber  itself)  is  filled  with  a  light,  non-conducting  oil.  In  order  to 


equalize  the  pressure  between  the  oil  in  the  electrode  section  and  the 
external  sea  Mater,  ?  small  compliant  plastic  bag  open  to  the  sea  water  is 
placed  in  the  eloctrode  section  (Figure  22,  Point  C).  As  the  water  pres¬ 
sure  increases,  the  bag  expands  and  transmits  the  pressure  increase  directly 
to  the  oil- 

Figure  23  shows  an  end  view  of  the  GEK.  Point  A  is  the  tube  which 
forms  the  long  salt  bridge.  Points  B  and  C  are  the  openings  of  the  short 
salt  bridge.  It  is  desirable  to  have  the  ends  of  both  salt  bridges  lie  on 
a  line  parallel  to  the  ship's  track  to  avoid  cutting  across  the  horizontal 
component  of  the  earth’s  magnetic  field. 

This  is  in  effect  achieved  by  splitting  the  short  salt  bridge  so  it 
has  two  openings,  one  on  either  side  of  the  long  salt  bridge.  Point  D  is 
the  opening  to  the  compliant  bag.  Point  E  shows  the  plug  for  the  oil  fil¬ 
ling  hole. 

6)  MISCELLANEOUS  EQUIPMENT 

Several  parts  of  the  instrument  and  its  support  equipment  deserve 

comment.  Among  these  are  the  towing  cable,  the  instrument  case,  and  the 
♦ 

salt  bridge. 

Galvanic  currents  from  the  ship  or  pares  of  the  GEK  or  towing  cable 

cannot  be  distinguished  from  currents  of  motional  emf  origin  simply  by 

switching  electrodes.  So  an  essential  precaution  for  this  instrument  is 

the  reduction  of  galvanic  currents  near  the  GEK  to  a  negligible  level. 

The  instrument  itself  has  no  metal  parts  in  contact  with  the  sea  (except 

of  course  the  electrodes).  Anon-metallic  electromechanical  cable  is  used 

and  800  feet  can  be  streamed  to  place  the  GEK  far  from  the  ship's  field. 

The  underwater  electrical  connection  between  the  GEK  and  the  cable 

is  made  with  2  four  pin  plastic  Glenair  connectors  shown  in  Figure  24. 

% 

The  pin  type  thru  hull  receptacles*.  on  the  GEK  are  joined  wiifh  the  socket 


Figure  23.  End  view  of  Instrument. 


Figure  25.  Female  Connectors  and  Eye  Splice. 
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type  cable  plugs  which  are  spliced  to  the  eight  conductors  in  the  cable 
illustrated  in  Figure  25.  The  GEK  is  attached  to  the  cable  with  the  eye  f 
splice  shown  and  a  PVC  bolt.  The  7/8"  diameter  cable,  which  is  plaited 
polypropylene,  is  shown  in  Figure  26  with  sane  of  the  plastic  coated  wires 
exposed.  The  eight  conductor  cable  can  be  stretched  10%  without  damage  to  ^ 
the  electrical  wires  because  of  their  unique  construction.  Each  electri¬ 
cal  wire  contains  a  copper  conductor  spirally  wrapped  around  a  liylon  core, 
all  of  which  are  covered  with  a  plastic  waterproof  jacket.  Thus,  when  the 
rope  stretches,  the  copper  conductor  straightens^'s  lightly.  The  cable  is 
very  slightly  heavier  than  sea  water..  ‘ 

A  hand  operated  winch  for  reeling  the  cable  and  the  attached  GEK  in 
and  out  is  pictured  in  Figure  27.  The  cable  conductors  are  terminated  at 
a  bulkhead  connector  through  the  winch  flange.  Once  the  cable  is  let  out 
to  the  desired  towing  length,  the  winch  is  braked,  and  a  shipboard  eight 
conductor  cable  is  plugged  into  the  watc-rpxoof  electrical  connector  on  the 
winch  (Figure  27,  Point  A).  This  cable  connects  to  the  recorder  and  power 


supplies. 


The  external  housing  for  the  GEK  consists  of  two  tubular  PVC  covers 
which  slip  over  the  electrode  and  electronics  sections.  The  center  bulk¬ 
head  of  the  GEK  has  a  slightly  larger  diameter  than  the  ends  so  the  radial 
Q-ring  seals  need  be  engaged  only  for  the  last  inch  of  assembly.  The 
tubes  do  not  carry  any  axial  load  so  it  is  sufficient  to  position  them 
with  plastic  screws.  The  axial  load  is  carried  by  internal  members.  These 
tubular  covers  are  shown  in  Figure  28. 

One  inch  inside  diameter  Tygon  tubing  is  used  in  the  arms  of  the  salt 
bridge.  The  tubing  attaches  to  the  end  of  the  GEK  with  a  PVC  pipe  coupling. 
Five  and  ten  meter  lengths  are  similarly  joined  together  to  make  up  to  thirty 
meters  of  salt  bridge.  Modular  lengths  allow  damaged  pieces  to  be  replaced 
easily  and  variable  lengths  to  be  deployed. . 


’VM?' 
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II-  Instrument  Problems  and  Their  Solutions 


During  the  course  of  the  construction  and  testing  of  the  surface 


GEK,  a any  rrcs&eas  arose,  several  serious  in  nature.  Although  the  electrode 


amplifier  circuit  was  a  straight  forward  and  simple  design,  it  proved  to  be 


quite  obstinate  in  its  refusal  to  operate  properly.  When  wired  on  printed 


circuit  board,  the  amplifier  consistently  oscillated  at  several  hundred 


kilohertz  and  it  was  oily  by  rewiring  the  circuit  on  perforated  board  with 


conventional  leads  that  the  circuit  behaved.  Then  the  circuit  was  wired 


into  the  GEK.  Sut  after  intermittent  malfunction  on  two  field  tests,  it 


was  discovered  that  oscillations  reoccurred  sometimes  when  the  amplifier 


was  powered  through  the  cable.  The  problem  was  finally  eliminated  by  put¬ 


ting  0.1  microfarad  capacitors  across  the  power  input  terminals  of  the 


operational  amplifier  of  the  second  stage.  This  lowered  the  high  frequency 


power  source  impedance. 


A  second  type  of  problem  which  appeared  in  the  first  bottom  deployment 


was  the  malfunction  of  one  of  the  underwater  Glenair  electrical  connectors. 


The  connector  was  designed  to  provide  a  water  tight  seal  but  sea  water  seeped 


into  the  contact  region.  This  caused  an  electrical  short  between  several 


pins.  The  solution  to  this  problem  was  to  fill  the  connector  with  silicon 


grease  before  plugging  it  in.  Sea  water  was  thus  prevented  from  reaching 


the  pin  connections. 


A  problem  that  was  present  on  the  first  towing  experiment  and  potentially 


on  all  towing  experiments  is  the  existence  of  air  bubbles  in  the  salt  bridge. 


A  large  air  bubble  can  cause  an  open  circuit  in  one  of  the  salt  bridge  arms. 


In  the  towed  GEK,  open  circuits  caused  by  air  bubbles  are  most  likely  to 


occur  in  the  rubber  tubing  near  the  valves.  This  is  because  the  diameter  of 


the  salt  bridge  is  smallest  in  this  region.  The  existence  of  an  open  circuit 


causes  the  amplifier  to  saturate  because  offset  currents  at  the  input  cue 


unshunted.  The  problem  of  air  bubbles  was  greatly  reduced  by  carefully 
filling  the  salt  bridge  with  sea  water  and  avoiding  any  air  bubble  en¬ 
trapment  during  deployment  in  the  water.  Cotton  plugs  (Tampons)  were 
then  inserted  An  both  aims  of  the  salt  bridge.  The  plugs  allowed  electrical 
conduction  but  little  water  transfer  and  air  buW>»c  entrapment  in  the  salt 
bridge.  In  the  bottom  mounted  configuration,  ai  bubble  problems  were  * 
negligible  because  the  increased  pressure  compressed  the  bubbles  to 
insignificant  size. 

A  serious  problem  which  had  to  be  recognized  and  eliminated  in  all 
CEK  operations  was  the  existence  of  ground  loops.  When  an  electrical 
path  was  present  through  the  electrodes  to  ground  and  back  tc  the  elec¬ 
trodes  through  a  sea  water  path,  a  significant  electrical  current  passed 
through  the  electrodes  and  caused  considerable  drift  in  the  electrode- 
potential.  Schematically,  the  existence  of  ground  loops  ar.l  how  they 
were  eliminated  is  shown  in  Figure  29.  The  actual  ocean  current  is 
represented  as  a  voltage  source  ana  resistor  between  points  B  and  D.  The 
sea  water  return  path  is  shown  by  a  resistor  between  points  A  and  E.  The 
Public  Utility  leakage  voltage  is  shown  as  a  voltage  source  between  points 
A  and  E.  It  is  seen  that  if  the  surface  support  power  supplies  and  re¬ 
corder  are  connected  to  Public  Utility  ground,  an  electrical  path  is  com¬ 
pleted  and  relatively  large  amounts  of  current  will  flow  through  the 
electrodes.  However,  if  the  surface  support  equipment  has  f leaving 
electrical  grounds,  then  only  circuit  BCD  is  completed  and  a  break  is 
made  between  points  E  and  D.  Since  the  magnitude  of  the  induced  signal 

t 

is  on  the  order  of  tenths  of  millivolts  and  the  input  impedance  of  the 
measuring  circuit  is  high,  negligible  current  will  flow  through  the  elec¬ 
trodes.  In  the  field  experiments,  ground  loops  were  experienced  when  AC 
powered  surface  support  equipment  was  used  with  the  ground  terminal 
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connected.  Once 
the  ground  loops 
ground  loops  and 
were  replaced  by 


powered  operation. 


the  ground  terminal  was  disconnected  it  was  noted  that 
disappeared.  In  order  to  avoid  all  possibility  of 
to  permit  totally  portable  support,  all  power  supplies 
batteries  and  the  recorder  vas  converted  to  battery 


SECTION  C 


Laboratory  and  Field  Tests  of 
the  Switched  Electrode  GEK,  Both  Towed 
on  the  Surface'  antf  Anchored  on  the  Bottom . 


I.  Introduction  »■ 

Laboratory  tests  on  the-  towed  GEK  were  conducted  throughout  5.ts 
fabrication  and  field  testing.  The  most  important  of  these  were  the 
electrode  drift  tests.  Field  tests  were  conducted  on  the  GEK  during 
the  last  week  in  July  and  the  first  three  weeks  in  August  according  to 


the  following  schedule: 

ASTERIAS 

27  July  1971 

ASTERIAS 

30  July  1971 

Eel  Pond 

4  August  1971 

Eel  Pond 

6  August  1971 

cel  Pond 

11  August  1971 

» 

ASTERIAS 

•  13  August  1971 

Gate  of  Canso 

*  17-18  August  1971 

'  *  •  •  3. 


l  ,  * 

II.  Shakedown  tests 

i  a 

1)  TOWED  TESTS  * 

1 

The  first  ASTERIAS  cruise  was  conc/ucted  in  Vineyard  Sound.  Although 

some  data,  were  obtained,  this  first  cruise  proved  to  be  more  valuable  in 

♦ 

checking,  out  handling  and  shipboard  procedures.  As  a  result  of  this  cruise, 

a  vertical  stand  to  facilitate  filling  the  GEK  with  sea  vi-ater  was  designed 
* 

and  fabricated  (See  Figure  30).  It  was  also  decided  that  the  Tygon  tubing 
shouldjbe  filled  ashore  to  ease  the  final  assembly  procedure  on  board  ship. 

the  second  ASTERIAS  cruise  was  also  conducted  in  Vineyard  Sound.  The 
towed  GEK  worked  well  during  the  preliminary  shipboard  tests,  but  later  during 
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a  run  across  tho  Sound  it  developed  problems;  the  amplifier  saturated. 

At  first  it  was  thought  that  this  was  due  to  a  bubble  in  the  salt  bridge, 
but  laboratory  tests  conducted  after  the  cruise  showed  that  the  cause  of 
the  problem  was  electronic  oscillations  associated  with  the  cable  impedance. 
2)  BOTTOM  TESTS 

The  first  bottom  deployment  was  conducted  in  Eel  Pond.  The  test  site 
was  approximately  fifty  feet  fros  Eel  Pond  Bridge,  near  the  Redfield  parking 
lot.  A  fifteen  meter  length  of  tubing  was  laid  across  the  channel  cn  the 
bottom.  Problems  with  rapid  electrode  drift  and  an  imperfect  Glenaire  con¬ 
nector  precluded  the  collection  of  worthwhile  data.  Laboratory  tests  were 
conducted  to  check  on  the  electrode  drift.  The  results  of  a  12 -hour  test 
showed  that  when  the  GEK  was  placed  in  a  trough  of  salt  water  t.ie  electrode 
drift  was  only  ±100  microvolts.  The  GEK  was  then  placed  in  a  bucket  of  salt 
water  and  the  temperature  was  lowered  to  9°C.  As  the  temperature  increased 
to  15°C,  the  potential  between  the  electrodes  increased  250  microvolts.  In 
this  test  both  electrodes  were  in  contact  with  the  same  water.  But  neither 
of  the  results  of  the  two  tests  could  account  for  the  large  drift  that  was 
obtained  in  Eel  Pond. 


The  second  Eel  Pond  deployment  had  the  same  large  rapid  drift  ir.  the 


electrode  offset.  Tests  held  at  the  deployment  site  indicated  a  ground  loop 
problem  that  was  finally  solved  by  eliminating  AC  power  and  operating  from 
batteries. 


III.  Evaluation  Tests 
1)  BOTTOM  TESTS 

The  third  Eel  Pond  bottom  deployment  yielded  data  which  were  free  of 
the  original  ground  loop  and  connector  problems,  but  it  is  still  not  easy 
to  explain  them.  The  offset  varied  between  400  and  800  microvolts  through¬ 
out  the  deployment.  The  signal  was  very  high  and  fairly  stable  at  800 
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±160  micro voles  above  the  offset.  It  appeared  as  if  there  were  a  constant 


field  in  the  area  of  the  GEK  with  an  alternating  component  riding  on  top  of 


this  DC  level.  At  first  it  was  thought  that  this  might  be  due  to  the  presence 


of  large  power  cables  in  the  vicinity  of  the  site,  but  if  this  had  been  true 


than  the  same  effect  should  have  been  seen  on  the  first  two  Eel  Pond  deploy¬ 


ments.  The  data  also  differed  from  previously  obtained  data  in  that  it  was 


unnaturally  noise  free.  The  data  was  plotted  to  see  whether  the  AC  component 


corresponded  to  what  one  would  expect  from  the  previous  data  (DC  component 


removed) .  These  data  showed  sole  correspondence  to  the  natural  seiche  period 


of  Eel  Pond  but  the  correlation  was  not  very  good. 


2)  TOWED  TESTS 


The  third  ASTERIAS  cruise,  losing  a  20  meter  salt  bridge,  appeared  free 


of  all  problems.  The  track  of  this  cruise  appears  in  chart  1,  and  the 


results  are  given  in  Figures  31  and  34.  Course  A-B  runs  from  Tarpaulin  Cove 


to  Paul  Point.  The  data  indicate  a  west  flow  on  one  side  of  Middle  Ground 


and  an  east  flow  on  the  other.  This  agrees  with  the  predictions  of 


Eldridge's  1971  Tidal  Current  Charts  (White  1970).  Course  B-C  runs  from 


Paul  Point  to  the  cable  area  near  Lake  Tashmoo.  Course  C-D  follows  the 


cable  to  Nobska  Point.  From  this  record  we  can  see  that  flow  is  now  totally 


eastward,  which  is  again  in  agreement  with  Eldridge.  Course  D-H  contains  a 


series  of  90°  turns:  D  to  E  and  F  to  G,  running  approximately  parallel  to 


the  current;  and  E-F  and  G-H,  running  across  the  current  in  opposite  directions. 


The  latter  tracks  should  be  opposite  in  polarity  but  of  the  same  magnitude. 


Figure  34  shows  the  approximate  agreement.  The  conversion  of  (V-V  )  x  B  in 


microvolts,  to  current  in  knots,  is  given  in  Appendix  2  (100  microvolts  is 


approximately  .2  knots).  Using  this  value  in  converting  the  data  for  course 


A-B,  ’■■•e  obtain  a  maximum  west  flow  of  .4  knots  and  an  east  flow  of  .2  knots. 


This  again  agrees  with  Eldridge, 


70°40 


Chart  1.  Course  of  Asterias  August  13,  1971. 


Figure  31.  Course  A-B  August  13,  1971. 
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Figure  55  shews  typical  raw  data  obtained  from  the  third  ASTERIAS  run. 

The  signal  superimposed  on  top  of  the  expected  signal  is  noise,  which  can  be 
filtered  out.  This  noise  decreased  as  the  towing  speed  cf  the  GEK  decreased, 
as  me  length  the  towing  cable  was  increased,  and  as  the  sea  state  decreased. 
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IV.  Deploysent  Tesr-  an  Bottqa  at  Gate  of  Can  so 

The  last  field  test  was  conducted  in  the  Gate  of  Canso  (See  Chart  II). 
This  test  area  was  selected  because  of  its  lack  of  power  cables,  accessibility, 
high  currents,  and  excellent  fishing.  Tne  GEK  was  anchored  on  the  cottua  in 
15  feet  of  water  and  a  30  meter  salt  bridge  was  stretched  across  the  channel 
under  the  region  of  significant  current  flow.  Data  free  this  test  arc  con¬ 
tained  in  Figures  3S  to  40. 

The  incoming  flow  was  more  turbulent  than  the  outgoing  flow  due  to  the 
geometry  or  the  site.  The  incoming  flow  contained  such  upselling  and  down- 
welling  which  sight  account  for  some  of  the  variability  of  the  signal. 

Figures  41  and  42  are  samples  of  raw  data  that  show  the  marked  difference  in 
character  of  the  signal  for  tne  two  flowc. 

The  electrode  offset  potential  drift  was  also  plotted  for  the  Gate  of 
Canso  deployment.  The  plot  of  this  is  shewn  in  Figures  43  and  44.  Initial 
deployment  in  the  Gate  of  Canso  resulted  in  a  rapid  offset  potential  decrease 
from  1000  microvolts  to  450  microvolts  in  approximately  one  and  one  half 
hours.  This  was  probably  due  to  temperature  effects  caused  by  the  new  environ¬ 
ment.  For  the  next  several  hours  there  was  a  steady  decrease  in  the  offset 
potential  to  less  than  200  microvolts  until  a  recorder  malfunction  interrupted 
tne  measurement.  Upon  re- acquisition  of  the  signal,  the  offset  potential  was 
200  microvolts  ±100  microvolts  for  the  duration  of  the  deployment. 

In  the  Gate  of  Canso,  the  bottom  conductivity  affects  the  voltage  ob- 
served  across  the  current.  The  conversion  of  V  v.  B,  in  microvolts,  to 
current  in  knots,  is  given  in  Appendix  2  (100  microvolts  is  approximately 
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Figure  38.  Gates  of  Canso  2130-0130. 
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Figure  41.  Typical  Data-Gates  of  Canso  Outgoing  Flow. 
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26  knots).  Using  this  value  iu  converting  the  lata  from  the  Cate  of  Cause, 

what  -as  expected  It  was  anticipated  that  a  much  higher  flow  would  he  oh- 
t:lined.  *  speedometer  aboard  the  anchored  R.V.  SHADOWFAX  measured  currents 
in  ex-ess  of  4  knots  at  times.  This  difference  can.  be  explained  if  -  <M 
the  assumptions  in  Appendix  2  are  incorrect,  or  CM  the  average  flow  through 
the  gate  is,  indeed,  between  .26  and  .52  knots,  and  our  original  ass^txons 

concerning  this  flow  are  in  error. 

These  assumptions  used  in  Appendix  2  appear  to  be  good.  Mailtos  and  Stem 
(1952)  used  the  same  approximations  with  good  results.  Therefore,  it  appears 
that  the  assumption  concerning  the  flow  is  in  error.  It  was  assumed  that  the 
current  was  approximately  -if»  throughout  the  depth  of  the  channel  in  the 
vicinity  of  the  deployed  GBK.  It  is  now  believed  that  there  is  only  a  than 
tongue  of  current  that  moves  through  the  Gate  with  relatively  guiet  water  or 

countercurrents  in  other  regions. 
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APPENDIX^ 

AMPLIFIER  OPERATION  IN  NORMAL  AND  SWITCHED  MODES. 

Let:  x  =  potential  of  electrode  in  short  salt  bridge 
y  =  offset  potential  between  electrodes 
z  =  true  signal 
Normal  Operation 

x  *  y  ♦  z  -  potential  of  electrode  in  long  sait  bridge  with  respect 
to  electrode  in  short  salt  bridge. 


First  amplifier  stage:  =  250 (x  +  y  +  z) 


Second  amplifier  stage:  VQut  =  [x  -  250 (x  +  y  +  z)]20 


y  =  - (49S0x  +  5000y  +  5000z) 
out 


Solenoids  Activated 

x  +  y  =  potential  o£  electrode  normally  in  long  salt  bridge  w.r.t. 
other  electrode. 

First  amplifier  stage:  =  250 (x  +  y) 

Sevjnd  amplifier  stage:  Vqu£  =  [x  -  250(x  +  y} 7 20 

y  =  -  (49S0x  +  500Gy) 
out 

Therefore:  Amplified  true  signal  =  Vout  (normal)  -  vcllt  (activated) 


Amplified  true  signal  =  -5000z 
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APPENDIX  2 


CCWVH8SI0N  FACTOR  FROM  VOLTAGE  TO  CURRENT  SPEED. 
Tewed  behind  ASTERIAS:  20  aeter  salt  bridge 

E  =  (V  -  f)  x  F 


-4  2 

F„  =  0.5  gauss  =  0.5  x  10  webers/neter 


Assuming  a  100  microvolt  sigwa  .  then: 


a  =  ioo  x  io'6  »  S  X  Kf6 


V  -  V  = 


_  5  x  16  volts /meter 


-4  2 

.5  x  10  Keoers /meter 


V  -  V  =  .1  meter/sec 


Therefore:  V  -  V  is  approximately  .2  knots 


Bottom  Mounted  at  Gate-  of  Canso:  A  complete  analysis  of  the  electric  currents 
flowing  in  the  Gate  of  Omse  depends  or.  the  exact  velocity  distribution  and 
bathymetry.  it  is  not  intended  here  to  do  such  on  analysis  but  rather  to 
derive  an  approximate  conversion  frora  measured  voitage  to  velocity  through 
the  Gate,  To  simplify  the  calculation,  two  models  will  be  used:  the  first 
to  express  the  geometry  in  the  simplest  way  and  the  second  to  simplify  the 
field  calculation. 

The  width  of  the  channel,  the  depth  of  the  water,  and  the  average  velocity 
of  the  water  are  the  simplest  parameters  which  can  be  assumed  for  the  Gate 
of  Canso.  So  let  us  represent  the  Gate  as  a  rectangular  channel  of  great 
length,  width  L  and  depth  d.  The  channel  is  filled  with  water  of  resistivity 
moving  at  a  uniform  velocity  V  normal  to  a  vertical  magnetic  field  B.  The 
bottom  has  a  uniform  resistivity  p„  and  extends  to  infinity  in  the  lower 

D 

half  space  (below  the  water  surface) . 


d  =  depth 
L  =  Length 

We  wish  to  find  the  voltage  between  the  lower  corners  of  this  channel  as 
a  function  of  the  velocity.  In  the  idealization  of  the  Gate  which  we  have 
assumed,  there  is  a  distribution  of  potential  along  the  sides  an'1  bottom  of 
the  channel  which  arises  from  the  geomagnetic  electro-kinetic  field  and  from 


-s 

the  electric  current  distribution  in  the  sediment-  sfid  the  water.  A  great 
simplification  can  be  cade  by  assuming  the  side  wails  of  the  cr.anne I  src- 
ccriducting  cylinders  half  indorsed  the  sedisent*  dnd  the  wrtcr  ifs  the 
channel  is  replaced  by  an  cnf  fc  -  V  :t  B  in  scries  with  a  resistance 
R  3  p^.L/d  per  unit  length.  This  model  is  easy  to  solve  and  is  an  ap¬ 
proximation  to  the  first  model  if  the  dimensions  are  chosen  suitably.  A 
schematic  configuration  of  a  unit  length  of  this  second  model  is  Sho*r- 
below. 


‘W 


H.  A  A  _ . ]  I 


To  scale  the  second  model  to  the  first,  the  immersed  circumference  of  the 
cylinders  is  made  equal  to  the  depth  of  the  channel  plus  a  portion  of  the 
bottom  width,  say  a  quarter  of  L.  Thus  rQ  =  (d+I,/4)/T .  It  can  be  noted  that 
the  resistance  through  the  sediment  between  A  and  B  is  just  twice  what  it 
would  be  between  two  fu*l  cylinders  of  radius  rQ  separated  by  L  in  a  full 
space  of  sediment  with  resistivity  p(J.  The  full  cylinders  in  a  full  space 
of  sediment  are  symmetric  and  the  resistance  per  uni'  length  between  them 
can  be  calculated. 

Rr  iic  %  2p,/'  ~  if  L  ->>1 
Full  Space  B  r  2*r  o 

r  o 


V-^Tun  w*2brin(L/rc53 


Sy  %  —  Jn^L/(d+L/4)} 


Then  the  voltage  across  the  channel  will  be  =  ERg/{Rg+Rw) 
At  die  Gate  of  Canso,  L  =  30  meters,  d  =  5  meters,  pR  =  4pw- 


\  *  5-2f'« 


R  *  6. Op 
W  K 


E  =  . 46E 
m 

Therefore,  1/2  of  oar  voltage  drop  occurs  in  the  sediment.  This  can  be 

* 

% 

included  in  the  expression  for  measured  voltage  as  a  K  factor 

K»E  ,  =  .  x  B  where  K  -  2. 

measured 

Assuming  a  10G  microvolt  signal,  it  follows  that: 

E  =  100  x  10  ^  volts/30  meters  »  5.33  x  10'^  volts /meter 


V "  -  2*3. 33  x  10~  volts/meter 
.5  x  10’4  webers /n' 

^  -ft 

V  =  2*6.67  cm/sec,  which  is  approximately  ,26  knots. 
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This  paper  describes  the  instrumentation  and  operation  of  the  free- 
fall  electromagnetic  current  meter.  The  theory  of  operation  is  only 
briefly  discussed.  The  instrument  measures  the  electric  fields  induced 
in  the  unit  and  in  the  sea  due  to  motion  through  the  geomagnetic  field. 

The  horizontal  velocity  of  the  instrument  is  governed  by  the  local 
horizontal  velocity  of  the  ocean.  It  is  assumed  that  the  instrument,  at 
all  depths,  is  in  equilibrium  with  the  horizontal  motion  of  the  sea.  The 
technique  used  by  the  authors  is  capable  of  rapidly  measuring  the  varia¬ 
tions  of  horizontal  velocity  as  a  function  of  depth  with  a  precision  below 
1  cm/sec.  The  essential  difference  between  this  instrument  and  the  surface 
towed  Geomagnetic  Electro-Kinetograph  (GEK)  is  that  the  former  is  used  at 
the  sea  surface  to  study  the  horizontal  structure  of  an  ocean  current  while 
the  free-fall  instrument  is  used  to  study  the  vertical  structure.  The  main 
objective  for  developing  the  free-fall  instrument  was  to  determine  if  it 
was  feasible  to  measure  the  weak  motionally  induced  electric  fields  in  the 
ocean  currents.  The  tests  showed  that  it  was  not  only  practical  but  very 
useful  oceanographically  to.  make  these  measurements. 


2.  Longuet -Higgins,  M.S.,  Stern.  M.E.,  and  Stommel,  H. ,  "The  Electric  Field 
Induced  by  Ocean  Currents  and  Waves,  with  Applications  to  the  Method  of 
Towed  Electrodes,"  Papers  in  Physical  Oceanography  and  Meteorology,  Vol. 

13,  No.  1,  M.I.T.  and  Woods  Hole  Oceanographic  Inst.,  Nov.,  1§54,  pp.  1-37. 

This  is  an  extended  discussion  of  the  basic  principles  underlying  the 
nature  of  the  electric  field  induced  in  the  ocean  by  particular  types  of 
velocity  distribution.  fundamental  difficulty  in  the  problem  is  that 
the  electrical  field  at  any  point  depends  not  only  on  the  local  water 
velocity,  but  also  on  the  electrical  current -density,  which  is  determined 
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to  a  greater  or  less  extent  bjr  the  whole  velocity  field.  The  principle 
of  induction  and  the  theory  of  towed  electrode.*  is  set  out  in  detail. 

The  field  equations  necessary  for  an  exact  analysis  are  given  but  particu¬ 
lar  solutions  for  the  cases  of  a  sinusoidal  stream,  and  streams  of  rec¬ 
tangular  and  elliptical  cross-section  are  worked  out  in  detail.  The  solu¬ 
tion  for  the  rectangular  section  is  of  special  interest,  since  it  can  be 
used  to  build  up  the  solutiai  for  a  stream  of  arbitrary  cross -section,  to 
any  degree  of  approximation. 

3.  Malkus,  H.V.R. .  and  Stem,  M.E.,  "Determination  of  Ocean  Transports  and 
Velocities  by  Electromagnetic  Effects,"  Sears  Foundation:  Journal  of 
Maxine  Research,  Vol.  11,  No.  2,  November  15,  1952,  pp.  97-105. 

The  electric  potentials  in  and  about  an  ocean  current  are  shown  by 
the  authors  to  be  directly  related  in  a  simple  fashion  to  the  total  fluid 
transport.  Several  techniques  of  measurement  are  discussed,  including  the 
Geomagnetic  Electro-Kinetograph  method.  The  errors  that  may  be  involved 
in  each  case  are  also  discussed.  Their  work  determines  the  relation 
between  the  total  potentials  across  the  current  and  the  total  volume 
transport  of  fluid.  The  approximations  involved  in  relating  local  electric 
observables  to  local  velocities  3re  also  determined. 


;  4,  Sanford,  Thomas  B.,  "Motionally  Induced  Electric  and  Magnetic  Fields  in 

the  Sea,'*  Journal  of  Geophysical  Research,  Vol.  76,  No.  15,  May  20,  1973  , 
pp.  3476-2492. 

Motionally  induced  electric  and  magnetic  fields  are  investigated  in 
the  sea,  crust,  and  mantle  for  large-scale  low-frequency  oceanic  flows. 

Dr.  Sanford  shows  that  three-dimensional  flows  generate  large-scale 
horizontal  electric  currents  not  present  in  two-*Lniensional  motions.  He 
%  further  shows  that  the  variable  V  ,  the  conductivit /-weighted,  vertically 

£  averaged  velocity  is  important  in  the  generation  of  both  local  and  large- 

r  scale  electric  currents.  Expressions  are  derived  showing  that  7,  the 
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vertically  averaged  velocity,  can  be  determined  for  me&sjiem ents  of  the 


induced  electric  and  magnetic  fields  at  the  sea  floor.  Several  special 
cases  are  calculated  illustrating  the  influences  of  the  mantle,  the  con¬ 
ducting  sediments,  and  the  horizontal  scales  of  the  notion.  The  three- 
dimensional  theory  was  developed  because  the  two-dimensional  theory  is 
generally  inadequate  when  applied  to  actual  flows  having  variations  in 
time  and  space. 

von  Arx,  William  S.,  nAn  Electromagnetic  Method  for  Measuring  the  Velocities 
of  Ocean  Currents  From  a  Ship  Under  Way,"  Papers  in  Physical  Oceanography 
and  Meteorology,  Vol.  11,  No.  3,  M.I.T.  and  Woods  Hole  Oceanographic  Inst., 
March,  pp.  1-62. 

This  paper  briefly  traces  the  general  development  of  the  Geomagnetic 
Electro-Kinetcgraph  starting  from  Faraday's  original  suggestion  and  early 
experiments  in  i S32.  A  general  discussion  of  the  basic  principles  is 
given  but  the  main  content  of  the  paper  deals  with  the  author's  surface- 
towed  Geomagnetic  Elect ro-Kinetograph  (GEK) .  Practical  considerations  and 
the  validity  of  the  electromagnetic  method  are  presented  to  the  reader. 
Application  of  the  electromagnetic  method  to  observations  in  shoal  water, 
including  both  observations  while  under  way  and  at  a  fixed  station,  are 
also  discussed  by  the  author, 

Runcorn,  S.,  ’Measurements  of  Planetary  Electric  Currents,"  Nature, 

Vol.  202,  1964,  pp.  10-13. 

Stomrael,  H. ,  "Exploratory  Measurements  of  Electric  Potential  Differences 
between  Widely  Spaced  Points  in  the  North  Atlantic  Ocean,"  Archiv  fur 
Meteorologie,  Geophysik  und  Bioklimatologie,  7,  Ser.  A,  1954,  pp.  292-304. 


Young,  F.B.,  H.  Gorrard,  and  W,  Jevons,  "On  Electrical  Disturbances  Due 
to  Tides  and  Waves,"  Phil,  Mag.  Ser.  6,  Vol.  40,  1920,  pp.  149-159, 
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13-  ABSTRACT 

The  construction  of  a  bottom  mounted  electromagnetic  current  meter  which 
would  measure  the  vertically-averaged  conductivity  weighted  horizontal  velocity 
is  necessary  for  the  determination  of  the  true  horizontal  velocity  vector  by 
electromagnetic  techniques.  A  towed  surface  instrument  which  is  the  first 
prototype  for  the  bottom  mounted  instrument  was  constructed  and  tested  during 
the  course  of  the  summer.  A  salt  bridge. used  in  conjunction  with  a  valve 
switching  arrangement  permitted  the  induced  electromotive  force  and  the  electrode 
offset  potential  to  be  easily  determined.  Extensive  laboratory  tests  and 
several  field  experiments  proved  the  reliability  and  effectiveness  of  this 
design.  Field  tests  included  towing  the  instrument  at  the  ocean  surface  and 
emp'iantment  of  the  instrument  on  the  bottom  in  shallow  water. 
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